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TSST  REPORT  NUMBER  ?15  OF  TEST  STATION  53 


/Following  is  a  translation  of  a  Germaa-language 
document  issued  by  Test  Station  53  of  the  Armed 
Forces  of  the  Federal  Republic  of  Germany  i^undes- 
wehr),  5042  Munster-Lager,  Germany,  telephone 
Munster-Lager  2831/585,  dated  26  June  1963^7 


Testing  Assignment 

Subject t  Sampling  Equipment  for  Biological  Warfare  Agents* 

Comparison  Between: 

1.  Sampling  Kit  for  Biological  Agents,  of  the 
Firm  Bartels  &  Rieger,  Cologne,  and 
2*  US  Sampling  Kit,  Biological  Agent,  Equipment 
Set  E  25  H  2, 

References  1.  Testing  Assignment  PT  356  -  PT  III  1  -  4l/P  1174/ 
001/2,  dated.  2  July  1962 

2*  Testing  Assignment  PT  357  -  PT  III  1/01/427Z  - 
102/2,  dated  28  Jure  1962 
3*  Test  Report  Number  699  of  Test  Station  53» 
dated  30  May  1963 

4„  Test  Report  Number  712  of  Test  Station  53* 
dated  14  June  1963 

5*  Letter  from  BWB  Coblenz,  dated  9  April  1963*  to 
Federal  Ministry  of  Defense  T  III  7  (Doe  Log  No 
PT  III  2  -  P  1174/59  A) 

Reporting:  Doctor  of  Medicine  and  Veterinarian  von  Sprockhoff 

Test  Report  Number  7l5  of  Test  Station  53  -  V  16/63 
(1st  Comparison  Report), 

■  •  \  y  1  .  ,  ■  * 

The  Drager  puiip  of  the  German  sampling  equipment  and 
the  Vacuum  pump  of  the  American  kit  are  suitable  for  taking 
air  samples  for  the  purpose  of  testing  for  germ  content. 


^  1  - 


■iact-Tg 


The  OS  device  has  several  advantages  over  the  German 
device,  however,  these  being: 

1.  Greater  capacity  (approximately  l84  ml  air  per 
second  (or  less  than  one  second),  as  compared  to  100  ml  per 
10*12  seconds) 


2*  Its  simpler  operation  requiring  less  expenditure 

of  energy 

3«  The  very  probable  longer  life  of  the  germs  due  to 
their  transfer  from  the  dry  to  the  liquid  phase. 


/«/  Dr  Buttlar  ' 
/t/  Dr  Battler 


/•/  framer 
/t/  Xramer 


/a/  Sprockhoff 
/t/  Dr  v.  Sprockhoff 


Bundeswehr  Testing  Station  53  3042  Munster-Lager,  26  June  1963 

Doc  Log  No  VI  -  72  -  22  -  66  -  65  Tel:  Munster-Lager  2831/583 


Test  Report  Number  715  of  Test  Station  55  -  V 
(1st  Comparison  ReportT^ 


Subject:  Sampling  Equipment  for  Biological  Warfare  Agents. 

Comparison  Between: 

1.  Sampling  Kit  for  Biological  Agents,  of  the 
Firm  Bartels  Sc  Rieger,  Colonge,  and 

2.  US  Sampling  Kit,  Biological  Agent,  Equipment 
Set  E  25  R  2. 


Reference: 


1.  Testing  Assignment  PT  356  -  PT  III  1  -  4l/P 
1174/001/2,  dated  2  July  1962 

2.  Testing  Assignment  PT  357  -  PT  III  1/01/427  Z  - 
102/2,  dated  28  June  1962 

3.  Test  Report  Number  699  of  Test  Station  53* 
dated  30  May  1963 

4.  Test  Report  Number  712  of  Test  Station  53, 
dated  14  June  1963 

5*  Letter  from  BWB  Coblent,  dated  9  April  1963,  to 
Federal  Ministry  of  Defense  T  III  7  (Doc  Log  No 
PT  III  2  -  P  1174/59  A) 


Reporting:  Doctor  of  Medicine  and  Veterinarian  von  Sprockhoff 


A)  Equipment  Tested: 

1 .  Sampling  equipment  for  biological  warfare  agents  of  the 
firm  Bartels  &  Rieger,  Cologne,  and 

2.  US  Sampling  kit,  biological  agent,  equipment  set  S  25  R  2, 

B)  Purpose  of  Test: 

The  test  is  to  yield  a  comparison  between  the  two  sets  of 
equipment. 

C)  Conduct  of  the  Test: 

The  comparison  tests  consisted  of  the  examination  of 
experimentally  produced  Serratia  m&rceecons  aerosols  with  the 
help  of  the  German  Drhgcr  pump  and  the  vacuum  pump  component 
of  the  American  equipment. 

Additional  details  on  the  breeding  of  the  teat  germ 
Serratia  marcescene  ("Bacterium  prodigiosua") ,  on  producing 


3 


the  aerosol  v/ith  the  Piccolo  cevice  of  the  firm  C.  Heyer,  Bad  £ms 
aad  on  the  filtration  can  be  found  in  the  two  test  reports  ref¬ 
erenced  above  (see  references  3  and  4). 

r  The  tiae  intervals  of  the  samplings  can  be  seen  front  the 
record,  which  are  not  included  in  this  report.  Continuous 
sampling  was  conducted. 

I>)  Results  of  Tests; 

The  tests  results  for  both  sets  of  equipment  are  compared 
in  Tables  1-3.  In  all  tests,  the  individual  samples  are  numbered 
serially  as  well  as  --  for  simpler  comparison  with  the  correspond 
lag  sample  numbers  in  the  tables  of  the  test  reports  referenced 
abort  --  individually. 

.  .  . 

*  '  ;•  V**  - 

The  results  can  be  evaluated  in  the  following  sense: 

Test  1i  Very  good  agreement  in  the  number  of  germs 
identified 

Test  2:  Also  very  good  agreement  in  the  samples  taken 
during  the  fogging.  After  the  fogging,  iden¬ 
tification  of  germs  with  tne  Drager  pump  was 
initially  good,  later  —  corresponding  to  the 
increasing  sedimentation  of  the  bacteria  — 
quite  limited.  Only  scattered  Serratia  germs 
could  be  detected  with  the  US  pump  after  ter¬ 
mination  of  the  fogging. 

3 i  Drager  pump  —  only  a  few  or  no  germs  at  all 
detected 

US  pump  —  initially,  coneiderably  more  bac¬ 
teria  detected  than  with  the  German  pump  with 
approximately  equal  volumes  of  air,  later  only 
scattered  germs  or  none  at  all. 

Teat  4:  Relatively  good  agreement  on  all  samples  " 

Teat  5*  Very  good  agreement  on  all  samples. 

Ttst  6i  Drager  pump  —  initially,  during  the  fogging, 
many  germs-,  later,  after  termination  of  the 
fogging,  few  to  scattered  Serratia  bacteria 
detected 

US  pump  —  on  the  whole,  numerous  bacteria 
detected  and  almost  always  more  than  with  the 
German  equipment. 


Sample  No.  Carman  pump  US  pump  Sample  Ho.  German  pump  US  pump 

Taken  With :  Taken  With: 

Dragerj  US  Air]  Agar  Airl  Agar  Drager!  US  Airl  Agar  Airl  Agar 
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Germ  count  in  1  ml  bacteria  concentrate 

"arks  line  dividing  samples  taken  during  and  after  aeriatlon 


Taken  With: 


Samples  taken  followinp  aeriation 


S)  Discussion; 


N  " 


A  comparison  of  the  test  results  indicates  the  suitability 
of  the  German  Drager  pump  and  the  American  vacuum  pump  for. taking 
air  samples  and  detecting  the  germs  contained  therein,  under,,  the 
conditions  prevailing  during  these  tests''-*  A  good  to.-very  good 
agreement  can  be  noted  in  Tests  1,  4  and  5«  \  . 

.  ■  .  '  •  '  ■■■■*"  '  i 

Of  the  remaining  tests,  part  speak  in  favor  of  the  German, 
part  in  favor  of  the  US  pump.  The  reasons  for  these  discrepancies 
is  perhaps  to  be  found  in  several  factors.  First,  the  metbdcl  of 
functioning  of  the  two  pumps  is  different^'  The  DrSger  pump*  fil-  ?>  • 
ters  the  air  through  dry  membrane'  filters*;;  the  germs  collect  on 
the  surface  and  in  the  pores  of, *  the  filtdir/feoad  can  grow  after  "Vy- 
making  contact  with  a  nut  r  i  en  t'  'medium  -  The'  met  ho  d  of  air  sampling  , 
with  the  US  device  is  based  upon  the  Iapxnger  effect.  The  vacuum 
pump  draws  the  germs  through  fine  slots  loca&fed  in  the  side  walls, 
of  plastic  containers  in  which  a  liquid  (nutrient 'bouillon*  salt 
solution  or  the  like)  is  held.  They  are  thus  transferred  from  the 
dry  into  the  liquid  phase. 

Secondly,  since  all  the  tests  were  conducted  in  an  impro¬ 
vised  chamber  set  up  in  an  air  shaft  in  the  laboratory,  various 
convection  or  electrostatic  conditions  which  cannot  be  more  closely 
defined  at  the  present;  time  might  have  had  their  effects.  Un¬ 
certainties  of  this  type  can  only  be  eliminated  when  working  with 
a  special  aerosol  chamber.  It  is  planned  that  such  a  chamber 
will  be  secured  in  the  future,  and  the  tests  reported  here  might 
then  be  repeated.  •  , 

Advantages  of  the  American  equipment,  certainly,  are  the 
high  pump  capacity  of  ca.  l84  ml  air  per  revolution,  the  ease  of 
operation  of  this  vacuum  pump  and  the  utilization  of  the  Impinger 
effect  in  the  form  of; a  transfer  of  the  germs  from  the  dry  to 
the  liquid  phase.  The  latter  feature,  as  indicated  by  other 
experiments  (Goetz,  Albrecht) ,  provides  greater  probability  of 
survival  of  the  germs.  Furthermore,  the  -germ-seeded  liquid  can 
be  placed  on  several  types  of  nutrient  carton  in  order  to  bring 
about  a  differentiation  of  the  isolated  germs. 

These  points  seen  to  indicate  the  advisability  of  using 
the  US  vacuum  pump  for  the  examination  of  aerosols  and  germ¬ 
laden  air,  as  well  as  water  and  surface  samples. 

The  immediate  contact  with  a  nutrient  medium  is  also 
advantageous  for  furnishing  an  early  favorable  environment  for 
the  microorganisms  if  brooding  in  an  incubator  is  to  take  place 
and  this  also  enables  a  more  rapid  diagnosis  than  in  the  case 
of  the  possible  lengthly  transfer  from  the  sampling  site  to  the 
laboratory,  as  is  envisaged  with  the  German  equipment. 


-•  8 


One  possible  source  of  difficulty  must  be  mentioned, 
however.  It  is  very  possible  that  the  material  to  be  sampled 
(air,  surface  material)  might  be  contaminated  with  ubiquitously 
distributed  microorganisms  (cf.  'Test  5)  such  as  Proteus  vulgaris, 
Bacilliis  mesentericus,  .Bacillus  subtilis,  etc.  In  this  case, 
the  imciedifite  processing  of  the  camples  by  transfer  into  the 
liquid  phase  might  be,,  accompanied  by  a  disturbance  in  the  germ 
differentiation  due  to  the  inundation  with  foreign  germs.  It 
should  be  possible  to  eliminate  such  circumstances,  however, 
by  adding  germ- inhibiting  substances  (inhibition  of  swarming 
bacteria  such  as  Proteus,  Pseudomonas  and  Clostridia)  in  the 
form  of  surface-active  materials  (Pril,  Pei,  Paranitrophenyl- 
glycerine)  suggested  by  the  authors  Doll  and  Beer;  also  by  ad¬ 
dition.  of  antibiotics  (i.e.,  streptomycin  as  an  inhibitor  of 
Gram-negative  and  Penicillin '-as  an  inhibitor  of  Gram-positive 
bacteria,  Nystatin  as  an  inhibitor  of  fungus). 

F)  Summary;  , 

\| 

The  Drager  pump  of  the  German  sampling  equipment  and 
the  vacuum  pump "of  the  American  equipment  are  suitable  for  taking 
air  samples  to  examine  their  germ  content. 

v  .  'w;,  H  V<  •*  >  J  •  *  -  .  * . 

The  US  equipment,  however,  has  several  advantages  over 
the  German  equipment.  These  consist-;  ■  ;  .  V; " 

)  of  the  greater  capacity  (ca.,  l84  ml  air/l  or 

second  compared  to  100  ml  in  10-12  seconds)  '  • 

-  ■  *’  V  •  ..  v.  •  .  / 

of  the  simpler  —  i.e.,  energy  saving  operation  •  , 

!_3J  very  probably  lodger  or  better  chance  of  life 
for  the  germs  due  to  the  transfer , from  the  dry  to  the  liquid 
phase  *  f  ^  L ^ 
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